Primary fixation of mini slings: a comparative biomechanical study in vivo

Paulo Palma, Rodrigo Teixeira Siniscalchi, Luiz Carlos Maciel, Miguel Angel Bigozzi, Inacio Dal Fabbro, Cassio Riccetto

Division of Female Urology (PP, MAB, CR), Biomaterial Research Unit (RTS, LCM, CR) and Mechanical Properties of Biological Materials Laboratory (IDF) - University of Campinas - Sao Paulo, Brazil

ABSTRACT

Introduction and Objectives: The mini sling concept for stress urinary incontinence is an anatomical approach that involves placing a midurethral low-tension tape anchored to the obturator internus muscles bilaterally. They overcome the blind passage of long needles and all the related complications. There are many different devices available and because these are outpatient procedures, primary fixation plays an important role in the outcome. The objective is to evaluate the primary fixation of the various devices of attachment of the commercially available mini-slings through biomechanical tests.

Materials and Methods: A total of 45 Wistar rats were divided in 3 groups of 15 rats each. They underwent 5 subcutaneous implantation of different mini slings and one polypropylene mesh (control), as follows: TVT-Secur® (Gynecare, USA), Type 1 polypropylene mesh (control); Ophira Mini Sling System® (Promedon, Argentina), Tissue Fixation System® (TFS PTY, Australia), Zipper Sling® and “T device” (Prosurg, USA). The abdominal wall was removed on bloc at different times after implant for biomechanical evaluation, which consisted in application of unidirectional force to the extremity of the fixation system or mesh, until it was completely removed from the tissue using a tension meter (Nexxygen 3.0 Universal Testing Machine - LLOYD Instruments). The force was measured in Newtons (N).

Results: There was significant difference in the resistance to extraction among the different fixation systems. At 7 days the Ophira Mini Sling System® presented the best fixation and “T device” the worst.

Conclusion: Ophira mini sling System® presented the best primary fixation at 7°, 14° and 30° days. The impact of this feature in the clinical setting needs to be verified.

INTRODUCTION

The understanding of the physiopathology of Stress Urinary Incontinence (SUI) has constantly improved over the two last decades, since the presentation of the Integral Theory (1) and TVT introduction (2). In spite of the good cure rate reported with TVT, severe complications such as visceral and vessels injuries have been described (3). As an alternative to TVT, Delorme introduced the transobturator tape (TOT) (4,5) with successful results. In spite of the low intraoperative complication rate of TOT, most complications were related to the blind passage of
needles through the obturator foramen (3), which leaded to the creation of small minimally invasive devices which avoid this passage and can be implanted under local anesthesia, on an outpatient basis and with minimal dissection. Due to a shorter insertion path, it is expected that some complications such as vesical perforation, vascular injuries, perineal fasciitis and reduction of postoperative pain in the area of adductor muscles can be reduced (6,7). It is possible to suppose that the greater adhesion of the mesh to host tissues and the lower the amount of implanted material lower the risk of extrusion and the rate of sexual discomfort, respectively.

Initial results with some mini sling systems were disappointing although they were appealing. The first results reported with TVT-Secur showed success rates 10% lower than could have been expected with other types of slings (8-10). Therefore, the proposal of biomechanical studies is justified in order to understand the physiopathological process associated to sling efficacy itself. Up to this moment, no studies have been published in literature comparing the tissue fixation capacity of the different types of mini slings.

In this original experimental study, the primary fixation of the different anchoring devices of some commercially available mini slings and experimental devices is evaluated “in vivo” through biomechanical tests.

**MATERIALS AND METHODS**

This study was approved by the Ethics Committee for Animal Research of the University of Campinas and there is no conflict of interest. Forty-five Wistar rats (weight between 150g and 200g), aged 8 weeks were divided into 3 groups of 15 rats each. Animals were intravenously anesthetized with sodium pentobarbital at 6% and were positioned in horizontal dorsal decubitus after abdominal trichotomy and asepsis with Povidone-iodine. A 2 cm transverse incision was then made in the lower abdomen. After the dissection, five different types of mini sling anchoring devices and one polypropylene mesh (control) were implanted between the subcutaneous cellular tissue and the abdominal muscle fascia, namely: TVT-Secur® (Gynecare, USA), polypropylene mesh (PP-control), Ophira Mini Sling System® (Promedon, Argentina), Tissue Fixation System® (TFS PTY, Australia), Zipper Sling® and “T device” (Prosurg, USA) (Figure-1).

The five samples of each device were randomly implanted in each group (two per animal - one in each side of abdominal wall) (Figure-2). After implantation of the anchoring devices of the mini slings, the skin was sutured, taking care to avoid that the mesh was in direct contact with the skin suture.

The evaluation of the tensile resistance was made in a fresh fragment of the abdominal wall of the rat. After an observation period (7, 14, 30 days) the animals were divided in 3 groups and euthanized, as follows: Group 1 (15 rats euthanized at day 7); Group 2 (15 rats euthanized at day 14); and Group 3 (15 rats euthanized at day 30).

The abdominal wall was removed and symmetrically divided into 2 blocks containing the implanted anchoring device. Subsequently, approximately 2 mm of the extremity of the devices were dissected to be pulled so that they

**Figure 1 - Devices.**

1°) Ophira mini sling system® (Promedon, Argentina)
2°) Polypropylene Mesh (Promedon, Argentina)
3°) TVT-Secur® (Gynecare, USA)
4°) Tissue Fixation System® (TFS PTY, Australia)
5°) Zipper Sling® (Prosurg, USA)
6°) Prosurg® (Prosurg, USA)
could be adapted to the fastener of the tension meter (“Nexygen 3.0 Universal Testing Machine” - LLOYD Instruments) which is specially intended for load tests in soft tissues (11). The opposite portion of the fragment, containing the abdominal wall without the device, was fixed to the lower fastener of the tension meter and a biomechanical study was performed, in order to measure their tissue adherence at different times.

Next, an increasing load was applied to the extremity of the anchoring device or mesh until it was completely removed from the tissue (Figure-3). The load was measured in Newtons (N), so higher load values show a greater fixation of the device to the tissues. We applied an increasing force (N) and constant speed (2 mm/sec). The strength and the time varied for each test. As the time was not relevant to our study, only the force was measured.

In order to compare the maximum load in relation to the groups over the time (7, 14 and 30 days), the Analysis of Variance (ANOVA) was used and the level of significance adopted was 5%.

**RESULTS**

There was a significant difference of the maximum load needed for detachment of the mini slings anchoring devices from the tissues.

After 7 days of the placement of the implant, it was observed that Ophira Mini Sling System® showed the highest maximum load fixation (6.21 ± 0.52 N) and the “T device”, the worst fixation (1.50 ± 0.72 N). There was no significant differences among the other devices.

On 14th day after the implant, it was observed that Ophira Mini Sling System® and TFS showed the highest maximum load (11.77 ± 0.45 N and 11.63 ± 0.92 N, respectively), compared to the other devices, which presented similar results. After 30 days, it was observed that Ophira Mini Sling System® showed the highest maximum
load (18.30 ± 0.55 N) and the “T device” showed the worst fixation (11.24 ± 0.23 N) (Tables 1 to 3 and Figure-4).

**DISCUSSION**

Since the introduction of the mini slings on the market, the failure rate that has been published by different authors differs markedly. Neu- man published with TVT Secur® a prospective study showing a cure rate of 93.5% at 12-month follow-up [n: 100] (12). In other study Solà Dalenz et al. presented 100% of cure at 2-month follow-up with TVT Secur® [n: 16] (13). Gorlero et al. studied 15 patients, and reported a negative stress test in 86.7% with TVT Secur® at 6-month follow-up (14). In contrast, Meschia and Debodinance published an objective cure rate of 70.4% and 81% at 6-month follow-up [n: 110] and 15-month follow-up [n: 95] respectively (9,15).

Palma et al. have published preliminary results with arcus to arcus microsling. After 12 months, 88% of patients were dry, 5.5% improved and 5.5% incontinent [n: 20] (16).

The cure rates related to Mini Arc (American Medical Systems, USA) are different. Moore et al. reported a negative stress test in 90% of patients treated at 12-week follow-up [n = 59] (17). Jiménez et al. published satisfactory results with a negative stress test in 90% of patients, with a mean follow-up of 101 days after treatment with MiniArc [n = 41] (18) and Debodinance and Delporte have found an objective cure rate of 75.7% at 2-month follow-up [n = 72] (19). Mini Arc was not included in this experiment because when the study was performed it was not available in the market yet.

One can assume that the rationale for the use of the mini slings is based on its capacity of fixation to the host tissue immediately after the implant, which is probably the main factor for achieving the continence and lowering the risk of vaginal exposure or extrusion.

To date, few cases of vaginal exposure of the mini slings have been described. One case of exposition was reported by Martan et al. (20) and Hazewinkel et al. (21), respectively with TVT Secur® and only two cases were reported by Debodinance et al. with the same mini sling.

Tissue reactions to different types of synthetic materials used to repair the defects of the pelvic floor are almost established and have not been dealt with in this study (22-25). It is known that, apart from the mechanical properties of the implanted material, local factors such as tissue...
tropism, infections and the surgical technique are directly related to the rates of extrusion (26,27).

Since most of the modern slings have been built with materials with well-known biocompatibility, the surgeon’s interest has been focused on the design of the fixation devices and implant instruments like needles and trocars. Although a variety of experimental models can be proposed for the study of such dispositives, one which allows for uniaxial stress test seems to be suitable for biomechanical evaluation, since in the vaginal environment the slings are not prone to rotational or centripetal forces.

The trend to perform slings in an outpatient basis had been first proposed in the nineties, along with the retropubic minimally invasive midurethral slings, but till now it has never been fully adopted because of safety reasons. The mini slings can turn this concept to a real possibility, since most of the clinical data shows a high level of safety. Therefore, as the patient can come back

<table>
<thead>
<tr>
<th>Group</th>
<th>Time</th>
<th>Mean (N)</th>
<th>SD</th>
<th>Minimum (N)</th>
<th>Median (N)</th>
<th>Maximum (N)</th>
</tr>
</thead>
<tbody>
<tr>
<td>TFS</td>
<td>7</td>
<td>5.02</td>
<td>0.74</td>
<td>3.99</td>
<td>4.88</td>
<td>5.88</td>
</tr>
<tr>
<td></td>
<td>14</td>
<td>11.63</td>
<td>0.92</td>
<td>10.80</td>
<td>11.37</td>
<td>13.00</td>
</tr>
<tr>
<td></td>
<td>30</td>
<td>15.66</td>
<td>1.19</td>
<td>14.99</td>
<td>15.10</td>
<td>17.77</td>
</tr>
<tr>
<td>TVT</td>
<td>7</td>
<td>4.45</td>
<td>0.49</td>
<td>3.99</td>
<td>4.18</td>
<td>5.10</td>
</tr>
<tr>
<td></td>
<td>14</td>
<td>8.98</td>
<td>0.19</td>
<td>8.66</td>
<td>9.02</td>
<td>9.13</td>
</tr>
<tr>
<td></td>
<td>30</td>
<td>14.00</td>
<td>0.52</td>
<td>13.25</td>
<td>14.10</td>
<td>14.66</td>
</tr>
<tr>
<td>T device</td>
<td>7</td>
<td>1.50</td>
<td>0.72</td>
<td>0.76</td>
<td>1.58</td>
<td>2.53</td>
</tr>
<tr>
<td></td>
<td>14</td>
<td>7.25</td>
<td>0.99</td>
<td>5.75</td>
<td>7.76</td>
<td>8.12</td>
</tr>
<tr>
<td></td>
<td>30</td>
<td>11.24</td>
<td>0.23</td>
<td>10.99</td>
<td>11.37</td>
<td>11.48</td>
</tr>
<tr>
<td>Mesh</td>
<td>7</td>
<td>3.80</td>
<td>0.72</td>
<td>3.04</td>
<td>3.50</td>
<td>4.66</td>
</tr>
<tr>
<td></td>
<td>14</td>
<td>8.31</td>
<td>0.47</td>
<td>7.90</td>
<td>8.10</td>
<td>9.01</td>
</tr>
<tr>
<td></td>
<td>30</td>
<td>13.36</td>
<td>0.64</td>
<td>12.99</td>
<td>13.01</td>
<td>14.48</td>
</tr>
<tr>
<td>Ophira</td>
<td>7</td>
<td>6.21</td>
<td>0.52</td>
<td>5.74</td>
<td>6.06</td>
<td>7.09</td>
</tr>
<tr>
<td></td>
<td>14</td>
<td>11.77</td>
<td>0.45</td>
<td>10.99</td>
<td>11.90</td>
<td>12.10</td>
</tr>
<tr>
<td></td>
<td>30</td>
<td>18.30</td>
<td>0.55</td>
<td>17.88</td>
<td>17.99</td>
<td>19.10</td>
</tr>
<tr>
<td>ProSurg</td>
<td>7</td>
<td>4.84</td>
<td>0.19</td>
<td>4.64</td>
<td>4.74</td>
<td>5.13</td>
</tr>
<tr>
<td></td>
<td>14</td>
<td>9.74</td>
<td>0.44</td>
<td>9.12</td>
<td>9.87</td>
<td>10.23</td>
</tr>
<tr>
<td></td>
<td>30</td>
<td>15.60</td>
<td>0.60</td>
<td>15.09</td>
<td>15.37</td>
<td>16.50</td>
</tr>
</tbody>
</table>

The trend to perform slings in an outpatient basis had been first proposed in the nineties, along with the retropubic minimally invasive midurethral slings, but till now it has never been fully adopted because of safety reasons. The mini slings can turn this concept to a real possibility, since most of the clinical data shows a high level of safety. Therefore, as the patient can come back
Table 3 - P-values for comparisons along time in each group (Contrast Test).

<table>
<thead>
<tr>
<th>Times (days)</th>
<th>Ophira</th>
<th>Mesh</th>
<th>T-Device</th>
<th>Pro-surg</th>
<th>TFS</th>
<th>TVT</th>
</tr>
</thead>
<tbody>
<tr>
<td>7 versus 14</td>
<td>0.0001</td>
<td>0.0002</td>
<td>0.0002</td>
<td>0.0002</td>
<td>0.0010</td>
<td>0.0014</td>
</tr>
<tr>
<td>7 versus 30</td>
<td>0.0001</td>
<td>0.0001</td>
<td>0.0001</td>
<td>0.0001</td>
<td>0.0001</td>
<td>0.0001</td>
</tr>
<tr>
<td>14 versus 30</td>
<td>0.0001</td>
<td>0.0001</td>
<td>0.0003</td>
<td>0.0001</td>
<td>0.0027</td>
<td>0.0001</td>
</tr>
</tbody>
</table>

Figure 4 - Maximum Load - Comparison of different fixation devices.

Polypropylene is a synthetic, inert, hydrophobic and non-absorbable material. Implants made of this have shown experimentally better tissue integration when compared to other synthetic materials. Other materials and coatings were studied for clinical use but have not demonstrated superiority to the polypropylene type I (28).

The response to foreign body is a physiological cascade triggered by the adhesion of proteins to the implant and, consequently, recruitment of inflammatory cells (29,30). The phases of tissue repair may be classified as: early or hemostasis and inflammation; proliferation phase and final phase, in which the maturation of collagen occurs (31). In the integration of synthetic mesh one can consider the occurrence of a similar process. Based on this, we...
can infer that for any implant, the duration of each step may vary depending on various factors such as conditions of the host immune system, degree of bacterial contamination site and biocompatibility of implanted material. The complete resolution of the inflammatory response, represented by the reconstitution of the native tissue, may eventually not be possible due to the maintenance of aggression factors related to the physical and chemical properties of the implant. Thus, what is called integration is the end result of the interaction between the implant and the host, which is usually represented by varying degrees of fibrosis (32).

As the interface between the mesh and the host tissues is less extensive than in a conventional transobturator sling, a powerful fixation is necessary to stabilize the sling in the proper position in the early phase of the healing process. So, researchers should find ways to design fine but reliable biomaterials in order to improve results with minimal risk of recurrence of the incontinence or adverse events.

CONCLUSIONS

Ophira Mini Sling System® showed the best primary fixation at 7, 14 and 30 days. At day 14, Ophira® and TFS® were equally satisfactory. In addition, TVT-Secur® and Zipper® slings have not been effective due to the fact that they depend on tissue integration. These findings could influence clinical practice for outpatient procedures in which an effective primary fixation is needed.

CONFLICT OF INTEREST

None declared.

REFERENCES


29. Ratner BD, Bryant SJ: Biomaterials: where we have been and where we are going. Annu Rev Biomed Eng. 2004; 6: 41-75.


EDITORIAL COMMENT

In this elegant study by Palma et al. authors tested the resistance of different anchoring systems in several commercially available models of mini slings by implanting each anchoring device under the subcutaneous tissue of rat abdominal wall and evaluating them under a tension meter. Ophira® mini sling seems to deliver the most adequate design for the purpose of maintaining the suburethral polypropylene mesh on site with a delicate, fine, multi-spiky fishbone-like format suggesting that the more contact the implant has with host tissue the better is its fixation. This contact must be, however, delivered in an intelligent manner as to provide immediate adherent capacity to the anchoring system turning it less dependent on tissue interaction which tends to improve throughout time. Under this point of view, it seems logical that the “T” design proposed by Prosurg® would deliver less satisfying results.

Obviously, these results need to be confirmed in clinical setting, which implies a different scenario where dynamic and uneven strengths within the pelvic rim pull the sling device and might dislodge it.

Dr. Ricardo Miyaoka
State University of Campinas
Division of Urology
E-mail: rmiyaoka@uol.com.br